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Packaging

Icon® Resin Infiltrant – proximal
Starter kit @ 2 treatment units� REF 220400
Package @ 7 treatment units� REF 220401

Icon® Resin Infiltrant – smooth surfaces
Starter kit @ 2 treatment units� REF 220402
Package @ 7 treatment units� REF 220403

One treatment unit includes:
1 Icon®-Etch syringe @ 0.3 ml fluid
1 Icon®-Dry  syringe @ 0.45 ml fluid
1 Icon®-Infiltrant syringe @ 0.45 ml fluid
accessories

Caution: Federal law (USA) restricts this device to sale by, or 
on the order of a dentist, or other practitioner licensed by law 
of the state in which he or she practices to use or order the use 
of this device.

Keep away from children!  
For dental use only!

Patient card + sticker
This material is not radiopaque. To document 
the infiltrated surfaces and lesion depths the 
enclosed patient card can be filled out at the 
time of treatment and at follow-up visits and 
handed to the patient. In addition, the enclosed 
sticker supports the documentation in the 
patient’s record.
1.	� Front: Enter name of the patient and apply 

office stamp.
2.	� Tooth diagram: Mark the treated area.
3.	� Record the treated tooth [1], the treated sur-

face [2] (d = distal, m = mesial, v = vestibular 
(buccal, cervical, labial), l = lingual or palatal), 
lesion depth*, and the treatment date [3].
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4.	� Follow-up visit [4]: Record the lesion depth* 
and date of the follow-up appointment. 
Annual check-ups are recommended.

	 * For lesion depth classification, see »Indication«

Side effects
In some cases contact allergies with similar pro
ducts have been reported. Do not use this mate-
rial in case of known allergies to one of the mate-
rial components or existing contact allergies.
Avoid material contact with eyes, skin and the oral 
mucosa. In case of contact with eyes rinse with 
copious amounts of water, and, if necessary, con-
sult a physician. In case of contact with skin clean 
affected areas thoroughly with water and soap.
Contact of HCl Gel with the oral mucosa causes 
a white surface coloration. This will subside after 
a few days.

Interaction
Polymerization inhibiting substances must not 
be used in combination with this material such 
as products containing eugenol (e. g. temporary 
cements).

Composition
Icon-Etch: Hydrochloric acid, pyrogenic silicic 
acid, surface-active substances
Icon-Dry: 99% ethanol
Icon-Infiltrant: Methacrylate-based resin matrix, 
initiators, additives

Storage
Store at room temperature not exceeding 
25 °C/77 °F. Do not use after expiration date.

copious amounts of water, and, if necessary, 
consult a physician.

Use of a rubber dam
*	� For best treatment results a sufficiently dry 

working area is critical. Therefore, placement 
of a rubber dam is imperative. For applica-
tion on smooth surfaces rubber dam (Liquid 
Dam) can be used as well. 

Please note
*	� Light-curing units should have an output of 

450 nm and should be checked regularly. The 
light intensity should be at least 800 mW/cm2. 
Place the light as close to the material as pos-
sible. 

*	� The etched enamel should have a chalky 
white appearance. If this is not the case, the 
etching process must be repeated.

*	� The etched surface must not be touched or 
contaminated with saliva until the treatment 
resumes. If contamination occurs after dry-
ing re-etch for approx. 10 seconds.

Contra-indications
Allergies or intolerance to material components.
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9.	� Screw a new Smooth  Surface-Tip onto the 
Icon-Infiltrant syringe and apply the material 
for a second time (repeat steps 7– 8). Let the 
material set for 1 minute and then light-cure 
for at least 40 seconds.

10.	�Remove the rubber dam. Use polishing cups 
(or similar) for the surface finish. 

Safety information for handling HCl gel
*	� HCI Gel can cause caustic burns. Limit the 

application to the surface to be treated. 
Avoid contact of the etching gel with the gin-
giva and adjacent teeth.

*	� Use only the enclosed syringe and appli-
cation tip to apply the etching gel in the 
patient’s mouth.

*	� Discard the application tip after use and cap 
the syringe.

*	� Avoid contact with soft oral tissue, eyes, and 
skin. In case of inadvertent contact rinse with 
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